1. Introduction {#s0005}
===============

Respiratory viral diseases can be spread when a virus-containing particle is aerosolized, frequently through coughing, sneezing, and talking, and subsequently comes into either direct or indirect contact with another individual via the mouth, eyes or nose, or by being inhaled into the lungs ([@bib12], [@bib38], [@bib2]). The infectivity of an airborne virus depends on factors such as relative humidity (RH), temperature, aerosolization medium, and residence time in the air ([@bib38]). Common diseases that can be transmitted through the air include chickenpox, measles, tuberculosis (TB), and influenza virus ([@bib12]). In an age of globalization, increasingly mobile populations exacerbate the potential health risks from airborne infectious diseases by both increasing their spatial influence, and decreasing the time it takes to reach them ([@bib8], [@bib11]). This has led to several well-known pandemics including the emergence of Severe Acute Respiratory Syndrome (SARS) in 2003, which was associated with more than 700 fatalities in only a few months ([@bib42]), and the influenza A (H1N1) virus, which by May 2009, had over 10,000 laboratory-confirmed cases across 41 countries ([@bib43]).

The influenza virus has been the subject of much research since its discovery more than 70 years ago, and debate continues over the relative importance of its different potential transmission routes: airborne, droplet, or contact ([@bib5], [@bib32], [@bib40]). Currently, the airborne route followed by inhalation at a close proximity is considered to have high infectivity, and may be a pathway for influenza transmission in an indoor environment ([@bib32], [@bib40]). Many studies attempted to assess the importance of this route within a clinical setting. [@bib1] used three Anderson air samplers to detect the aerosolized influenza virus (RNA) in 26 of the 61 symptomatic patients admitted to the emergency department of a medical center, with the highest concentrations occurring within 1 foot from the patient\'s head; however, the virus was also detected in particles (\<4.7 µm) up to 6 feet away. [@bib25] detected viable influenza virus with a NIOSH two-stage bioaerosol cyclone sampler and an SKC BioSampler^®^ from the coughs of 38 of the 58 patients presenting with symptoms at a student health clinic; the majority (42%) of viruses were detected in particles \<1 µm, while 35% were detected in particles \>4 µm. [@bib22] sampled influenza H3N2 with a Sioutas Personal Cascade Impactor and an SKC BioSampler and suggested that viable virus may be produced by influenza patients. [@bib26] sampled the surrounding air during bronchoscopy procedures with a wet wall cyclonic sampler and an impactor to examine whether the aerosolized particles contained pathogens that were dangerous to healthcare workers. Although the influenza virus was not detected, several bacteria were, leading authors to conclude that aerosolized pathogens could possibly pose an occupational health risk. Another study by [@bib23] sampled with cyclone samplers in the rooms of hospital patients with confirmed influenza virus. Although no aerosolizing procedures were conducted during the measurement period, they detected the virus in 50% of collected air samples by PCR, and highlighted the need for additional studies that collected air samples during routine patient procedures, in order to gain further understanding regarding the risks posed to healthcare workers.

Although influenza is generally considered to be spread by larger droplets, these findings support the possibility that influenza transmission can also occur via an airborne route, especially within the immediate vicinity of an influenza patient. This poses significant challenges for healthcare workers, who currently adopt face masks to prevent transmission, with special ventilation controls only for certain circumstances ([@bib1], [@bib5]). Nevertheless, there have been numerous cases of healthcare workers being infected during routine healthcare procedures ([@bib20]), and calls for further research on the viability of airborne influenza viruses and the risk of transmission have been made ([@bib25]).

Airborne influenza virus is highly infectious. As such, it is imperative that efficient samplers are used to collect and quantify these pathogens in order to determine their spread. This will not only benefit aerobiological research, but also enable us to evaluate whether standard precautions currently undertaken in a clinical setting are adequate to protect patients and health-workers from infection. Samplers currently used to collect pathogens include: solid impactors (the Anderson sampler, slit sampler, and cyclone sampler); liquid impactors (All-glass Impinger (AGI) and SKC BioSampler); and filters (gelatin filter, polytetrafluoroethylene (PTFE) filter, and glass fiber filter). The Anderson sampler is most efficient at capturing larger particles (0.65--7.5 µm), and also at providing size distributions ([@bib38]). Slit samplers are capable of determining the aerosol concentration of bacteria as a function of time ([@bib38]). The AGI and SKC BioSamplers operate on similar principles and demonstrate comparable performances ([@bib18]). Filters are widely used because of their high physical collection efficiencies, for example, the gelatin filter was reported to have a high physical collection efficiency (\>93%) for MS2 virus ([@bib6]). [@bib6] recommend 0.3-µm PTFE filters for long-term virus sampling. The glass fiber filter was evaluated for capturing endotoxin and influenza virus during air sampling ([@bib3], [@bib33]). In this study, we evaluated the performance of the 5 mL SKC BioSampler (also referred to as an impinger), gelatin filter, and glass fiber filter in a laboratory setting with aerosolized solutions of influenza virus.

The SKC BioSampler is being increasingly used in clinical settings to capture viruses and bacteria due to its relatively higher collection efficiency for viable virus capture compared to the gelatin filter. It has also been used to capture the bacteriophage MS2, which was generated from a vomiting simulation machine to study the transmission of the human noroviruses ([@bib35]). The SKC BioSampler was chosen by Cao et al. as the reference with which to evaluate the NIOSH two-stage cyclone bioaerosol sampler and the SKC AirCheck TOUCH personal air sampler ([@bib7], [@bib27]). [@bib10] reported that the gelatin filter, cascade impactor, and Teflon filter recovered around 7--22% of the amount of infectious virus recovered from the SKC BioSampler. This may be attributed to the liquid media in the collection vessel, which provides a favorable condition for viral preservation ([@bib25]). However, while it has been reported to efficiently collect submicrometer particles, it was unable to adequately collect bioaerosols in the 30--100 nm size range ([@bib18]).

The gelatin filter has a high physical collection efficiency in the 100--900 nm size range ([@bib6]), and it even outperformed the SKC BioSampler for the influenza A virus when sampling over a short period of time (under two minutes) ([@bib45]).

The glass fiber filter has been used for a variety of applications, for example, ambient air sampling of trace elements in particulate matter ([@bib19], [@bib34]), and aromatic amines in cigarette smoke ([@bib46]). Although high collection efficiencies have been reported for fine particles ([@bib37]), there are only limited studies that have applied glass fiber filter technology to aerobiology research. For viral aerosols, the available data on glass fiber filter performance is almost exclusively limited to bacteriophages ([@bib15], [@bib16]). It is therefore important to extend this research to other viruses, especially given the increasing interest among researchers and industry in low-cost filtration methods to recover or remove virus aerosols. In addition, the glass fiber filter was a good counterpart to the gelatin filter for the experiments described in this paper.

The collection efficiency of each sampler is critical for the reliability of laboratory and field measurements. This is determined by examining two critical parameters: the physical collection efficiency of the sampler, and the recovery rate of infectious particles. The physical collection efficiency describes how many particles can be sustained on the filter or in the collection vessel, regardless of whether these particles are still infectious. This can be determined with microorganisms or small pellets, such as polystyrene latex (PSL) particles or sodium chloride particles. For the SKC BioSampler, the evaporation of the liquid may increase particle bounce or lead to reaerosolization of the collected microorganisms, which decreases the collection efficiency of the device ([@bib13], [@bib24]). The sampling devices and collection process itself can also have negative effects on the recovery rate of collected microorganisms, for example, desiccation of the microorganism may occur in a filter medium ([@bib9]). Dramatic changes to a microorganism\'s surroundings may also shock and kill them ([@bib25]). Therefore, the ability to recover infectious particles, which is measured by the ratio of viable viruses to the total viruses sent to the sampler, is also used to estimate the portion of microorganism that remains infectious after sampling.

Existing research has evaluated and characterized different samplers according to different standards. [@bib10] compared the T/I value (total virus concentration / infectious concentration) of the SKC BioSampler, cascade impactor, Teflon filters and gelatin filters with nebulized virus particles whose size is above 1 µm. [@bib36] compared the collection efficiency of the NIOSH sampler and the SKC BioSampler for five different bacteriophages. Despite theses studies that incorporate different samplers in their sampling portfolio, uncertainty remains regarding the percentage of the total aerosolized viruses, which are subsequently recovered. This percentage has been reported for the 20 mL SKC BioSampler with MS2 virus ([@bib18]; [@bib21]); however, this percentage is still unknown for 5 mL SKC BioSampler with the real influenza virus.

The objective of this study was to estimate the amount of influenza virus that each sampler was able to recover compared to the total aerosolized particles. The size of interest was 10--400 nm, which is closer to the size of the airborne influenza virus when comparing with the size range (above 1 µm) reported by [@bib10]. The performance of the glass fiber filter and the gelatin filter as for viral recovery was further evaluated. Room sampling was also simulated by comparing direct sampling with indirect chamber sampling.

2. Materials and methods {#s0010}
========================

2.1. Test virus {#s0015}
---------------

The H1N1 influenza A virus A/Puerto Rico/8/1934 (IAV-PR8) was used as the test virus in this study and obtained from St. Jude Children\'s Research Hospital. It was propagated in the allantoic cavities of 10-day-old embryonic chicken eggs ([@bib4]). The allantoic fluid containing IAV-PR8 was diluted in sterile phosphate buffered saline (PBS) at the indicated doses of 10^5^--10 tissue culture infectious doses per mL (TCID~50~/mL).

2.2. Test samplers {#s0020}
------------------

Three samplers were compared: the SKC BioSampler (5 mL, SKC Inc., Eighty-Four, PA, USA), the gelatin filter (3.0-μm pore size, Sartorius AG, Göttingen, Germany), and the glass fiber filter (Grade EPM 2000, 47 mm, Whatman^®^, USA) ([Fig. S1](#s0075){ref-type="sec"}). Each of these collection samplers possess different structures, working principles, and recovery methodologies. The SKC BioSampler uses inertial impaction to collect and subsequently entrain particles in its sampling media. It consists of three parts: an inlet, a critical orifice section, and a 5 mL collection vessel. These parts were autoclaved separately under a 30-min sterilization cycle and a 30-min dry cycle before sampling to minimize potential cross-contamination. The temperature for the autoclave was approximately 122 °C, and it was maintained at a pressure of 1.24 pbar. The critical orifice section contains three 0.63 mm tangential critical orifices ([@bib18]). Connecting the outlet to a vacuum pump creates a negative pressure over 0.5 atm (15 in Hg) downstream of the critical orifices. This high-pressure drop across the critical orifices maintains a stable 12.5 L/min flowrate and creates a vortex in the media in the collection vessel into which the particles are subsequently entrained.

The gelatin and glass fiber filters must be placed in a filter holder ([Fig. S1](#s0075){ref-type="sec"}). When air is drawn through the holder, particles collect on the dry film of the filter through the processes of diffusion, interception, and impaction. Because they trap viruses on a dry film rather than in a liquid, additional extraction processes are required. For the gelatin filter, this poses less of an issue, as the filter can be fully dissolved in a liquid (universal viral transport media, UTM (Becton, Dickson and Company, Sparks, MD), was used in the described experiments). In contrast, the glass fiber filter is insoluble and requires extra processing to extract the captured viruses. Two processing methods, submersion and swab, were tested separately on the glass fiber filters. For the submersion method ([@bib3]), the glass fiber filter was torn into four pieces before being crumpled into a 3 mL vial of UTM solution. To reduce the mechanical agitation that damaged the viral particles, we shortened the vortex time to thirty seconds and prolonged the submersion time to 15 min. Then, the filter was removed and the liquid was centrifuged (1000×*g*, 10 min) at 4 °C. For the swab method, the glass fiber filter was brushed with a Copan FLOQ swab (Becton, Dickinson and Company) using both vertical and horizontal strokes. Next, the flocked swab was placed into a 3 mL vial of UTM for further analysis.

2.3. Biological analysis with viral culture and real-time PCR {#s0025}
-------------------------------------------------------------

Culture and real-time PCR techniques were used to evaluate the amount of virus collected from each sampler. For the culture method, virus titers were determined in Madin-Darby canine kidney (MDCK) cells as described previously ([@bib4]). Briefly, confluent monolayers of MDCK cells were grown overnight in 96 well-plates. The following day, the cells were washed with phosphate buffered saline (PBS) and inoculated with ten-fold serial dilutions (10^−1^ to 10^−8^) of allantoic fluid or sample in Minimal Essential Medium containing penicillin, streptomycin, L-glutamine, and vitamins plus 0.1% bovine serum albumin (M0.1B) for one hour at 37 °C and 5% CO2. After one hour, the cells were washed once with PBS and 200 µl of M0.1B with 1 µg/mL TPCK-trypsin was added to each well. After 72 h at 37 °C and 5% CO~2~, the presence of influenza A virus was determined by hemagglutination assay using 0.5% turkey red blood cells ([@bib4], [@bib44]). The 50% Tissue Culture Infectious Dose (TCID50) was determined by the Reed-Muench method and presented as TCID~50~/mL ([@bib29]).

For real-time PCR based detection, the BioFire FilmArray Respiratory Panel (bioMerieux, Durham, NC) and the Xpert Flu/RSV Assay (Cepheid, Sunnyvale, CA) were used to detect the virus. It is important to note that neither of these instruments can provide a quantitative assay. While the Biofire presents results as either positive or negative, the Xpert demonstrates decreasing cycle threshold values with increasing viral concentration ( [Table 1](#t0005){ref-type="table"}). Both tests were performed according to manufacturer recommendations, with 300uL used for Xpert testing and 300uL used for Biofire analysis.Table 1Correlation between the virus suspension concentration and the cycle value from the Xpert for qualitative assessment.Table 1Virus suspension concentration (TCID~50~/mL)Cycle value1002110020.4100017.6100017.210,00013.910,00014

2.4. Experimental set-up {#s0030}
------------------------

[Table 2](#t0010){ref-type="table"} provides details on the experiments that were performed in this study, characterizing both the physical collection efficiency (Experiment I) and the virus sampling efficiencies (Experiments II, III, and IV). Virus concentrations, test sampling times, and flowrate specifications are also presented in the table. The experimental set-up of each test is shown in [Fig. 1](#f0005){ref-type="fig"}. For all experiments, a constant output atomizer (TSI 3076), operating at a flowrate of 3 L/min and a pressure of 35 psi, was used to aerosolize particles. The particle number size distributions both upstream (triangle in [Fig. 1](#f0005){ref-type="fig"}a) and downstream (square in [Fig. 1](#f0005){ref-type="fig"}a) of the samplers were measured using two scanning mobility particle sizers (SMPS). A HEPA filtered air inlet was included in the setup, to create an open system and allow for the removal of any extra air flow. All tests were conducted in a fume hood and the exhaust air was ventilated directly from the fume hood to a sterilizing exhaust.Table 2Summary of the experimental plan.Table 2ExperimentTestSamplerAtomized solution (TCID~50~/mL)Run length (minutes)SpecificationsI. Efficiency1GelatinPBS3×3 minFlowrate2, 3, 4 L/min2Glass3×3 min2, 3, 4 L/min3SKC3×3 min12.5 L/minII. Direct sampling1SKC1020SKC solution5 mL UTM21055 mL UTM31044 mL UTM41054 mL PBS5100104 mL PBS61000104 mL PBS710,000104 mL PBS8100,000104 mL PBSIII. Indirect sampling1SKCPBS10SKC solution4 mL PBS210104 mL PBS310104 mL PBS4100104 mL PBS51000104 mL PBS610,000104 mL PBS7100,000104 mL PBSIV. Operation procedure1SKC, Gelatin Glass100010Glass retrieve method\*submersion2100010surface swab3100,00010submersion4100,00010surface swab[^2]Fig. 1Experimental set-up. \*Exp. = experiment; ▲ = the upstream of the sampler; ■ = downstream of the sampler.Fig. 1

### 2.4.1. Physical collection efficiency {#s0035}

To measure the physical collection efficiency (Experiment I), the atomizer was filled with 200 mL PBS solution and was used to generate nanometer-size particles of PBS, with an average Geometric Mean Diameter (GMD) of 41.71±0.29 nm, ranging from 9.82 to 414.20 nm. The physical collection efficiency ($\eta_{phys}$), defined in Eq. [(1)](#eq0005){ref-type="disp-formula"}, was determined from Experiment I, where $d_{p, i}$ is the particle diameter, and $n_{d,neb}(d_{p, i})$ and $n_{d,down}(d_{p, i})$ are the size distributions at the exit of the nebulizer and downstream of the test samplers.$$\eta_{phys}(d_{p, i}) = \frac{n_{d,neb}(d_{p, i}) - n_{d,down}(d_{p, i})}{n_{d,neb}(d_{p, i})}$$

[Fig. 1](#f0005){ref-type="fig"}a(1) depicts the setup for the gelatin and glass fiber filters. The filters were operated at three different flowrates (*Q* ~*f*~ = 2, 3, and 4 L/min), and controlled using a valve and rotameter. In the SMPS-1 settings, in order to achieve a wide measurement size range, while keeping the particle concentration below the CPC saturation concentration, a sheath flowrate of 6 L/min and a CPC flowrate of 0.3 L/min were used. The SMPS-2 was operated under a high-flow mode (1.5 L/min) to ensure the stability of the flow entering the instrument. When the filter was operated at a flowrate of 2 L/min, the total flowrate before node A was 2.3 L/min (2 L/min from the filter and 0.3 L/min from the SPMS-1). The addition of a HEPA filter permitted the removal of 0.7 L/min of filtered air, which balanced the flowrate in the system. In contrast, when the filter was operated at flowrates of 3 and 4 L/min, the total flowrate before node A was 3.3 and 4.3 L/min, respectively. This time, the HEPA filter was used to supply additional filtered air to the system (0.3 and 1.3 L/min, respectively). During this experiment, the physical collection efficiency of the gelatin and glass fiber filters were averaged over 9 min. The SKC BioSampler was operated in much the same way, except for the higher flowrate (12.5 L/min), depicted in [Fig. 1](#f0005){ref-type="fig"}a(2).

### 2.4.2. **V**irus collection efficiency {#s0040}

To evaluate the virus collection efficiency (Experiments II-IV), different concentrations of viruses, suspended in PBS solution, were atomized, generating particle sizes in similar ranges as mentioned previously. This time; however, the aerosolized particles were comprised of a mixture of viruses and PBS. Similar to the findings from [@bib18], the size distributions did not change with increasing virus concentrations. This is due to the low virus mass to PBS solute mass ratio, and the fact that the PBS concentration was identical for each test. In 1 mL of 10^5^ TCID~50~/mL virus suspension, the mass of the total virus is 10^−9^ smaller than the mass of the total solutes from the PBS. However, the concentration of each virus suspension will influence the number of viruses carried in each droplet or particle.

Experiments II, III, and IV evaluated the capability of each sampler to collect viruses within the different experimental parameters. In Experiment II (direct sampling) ([Fig. 1](#f0005){ref-type="fig"}b), virus suspensions ranging from 10 to 10^5^/mL were aerosolized and sent directly to the SKC BioSampler, which contained either a 4 mL solution of UTM or a 4 mL solution of PBS in its collection vessel. Tests 1--4 compared the performance of the PBS and UTM solution. However, the UTM solution proved an unsuitable collection liquid due to excessive foaming which led to unacceptable evaporation and liquid losses; therefore, the remaining tests only used PBS solution as the collection fluid (Prior testing had demonstrated comparable PCR testing results with viral solutions in PBS and UTM, shown in [Table S1](#s0075){ref-type="sec"}). Tests 5--8 examined the sampling capability of the SKC BioSampler at different concentrations of virus suspensions. The test parameters in Experiment III (indirect sampling) ([Fig. 1](#f0005){ref-type="fig"}c) echoed those of Experiment II, except for the addition of a chamber measuring 15" ×15" ×15" that was placed between the atomizer and the SKC BioSampler. This forced the virus droplets generated by the atomizer to undergo additional evaporation, diffusion, and convection inside the chamber ([@bib39]), before being sampled by the SKC BioSampler, thus simulating more closely the physical changes of aerosols generated in a clinical setting, such as a hospital room. During the sampling process, the relative humidity levels within the chamber were sustained around 58.3--68.1%. Theoretically, the sampling efficiency for the indirect method should be lower than for the direct method due to particle diffusion losses in the chamber. It is also worth noting that the size of the chamber will influence particle loss and the sampling results. For these experiments, the chamber size was dictated by the space inside the fume hood where the tests were being conducted.

Experiment IV ([Fig. 1](#f0005){ref-type="fig"}d) compared the side-by-side sampling performances of the SKC BioSampler, the gelatin filter, and the glass fiber filter. The aerosolized particles were sent to each sampler simultaneously. The flowrates remained the same for each test: 12.5 L/min for the SKC BioSampler, and 2 L/min for the gelatin and glass fiber filters. The collection vessel of the SKC BioSampler was always filled with 4 mL PBS solution. The liquid from the SKC BioSampler and the UTM solution in which the gelatin filters were dissolved, were stored directly as samples. To retrieve the viruses from the glass fiber filters, Tests 1 and 3 used the submersion method, while Tests 2 and 4 used the swab methods (described previously).

3. Results and discussion {#s0045}
=========================

3.1. Experiment I: physical collection efficiency {#s0050}
-------------------------------------------------

The physical collection efficiencies were calculated for each sampler using Eq. [(1)](#eq0005){ref-type="disp-formula"} and the particle number size distributions obtained from the 2 SMPSs during Experiment I. [Fig. 2](#f0010){ref-type="fig"}, [Fig. 3](#f0015){ref-type="fig"} present the results for the SKC BioSampler and gelatin filter respectively. The SKC BioSampler demonstrated a U-shaped collection efficiency curve ([Fig. 2](#f0010){ref-type="fig"}), lowest for particles around 30--50 nm, which is close to the results from previous studies ([@bib18], [@bib41]), but higher than the efficiency reported by [@bib18]. However, while [@bib18] tested the 20 mL SKC BioSampler, the 5 mL SKC BioSampler was used in this study. According to [@bib47], SKC BioSamplers with different vessel volumes demonstrated different collection efficiencies in the bacterial size range. Presumably, this would pertain to virus size range also, therefore, differences in physical collection efficiencies may have resulted from the sizes of the collection vessels. In addition, although we suspect that viral particles in the size range of 10--400 nm were not collected, we cannot rule out the mechanism of reaerosolization ([@bib30], [@bib13]), given the fierce vortex generated by the high flowrate, and the hydrophobic nature of the test virus. Reaerosolization is determined by multiple factors: sampling time, aerosol flowrate, and the suspension concentrations of the liquid in the collection vessel. Although reaerosolization has not been characterized as a significant limitation of the SKC BioSampler, it may still influence the overall performance ([@bib30], [@bib13]). Within the examined size range, the highest efficiencies were also observed at 10 nm (0.9), possibly due to enhanced diffusion inside the collection vessel, and 300--350 nm (\~0.7), which has been attributed to enhanced impaction and interception ([@bib18]). The strong dependence between collection efficiency and particle size emphasizes the importance of knowing the size range of the pathogen being collected, which in the case of spherical IAV-PR8 virus, is 80--120 nm ([@bib31]).Fig. 2The physical collection efficiency of the SKC BioSampler. \*The flowrate was kept constant at 12.5 L/min. Results are based on the average of 9 test runs.Fig. 2Fig. 3The physical collection efficiency of the gelatin filter with varying flowrates and sampling times.Fig. 3

[Fig. 3](#f0015){ref-type="fig"}a depicts the influence of particle size and flowrate on the physical collection efficiency of the gelatin filter, which was generally able to capture larger particles more efficiently. However, the sampling flowrate influenced the efficiency curves: a collection efficiency of almost 100% across all particle sizes was observed at the lowest flowrate, while the collection efficiency increased with particle size at the highest flowrate. In addition, the performance of the gelatin filter was unpredictable under higher flowrate. This trend persisted during repeated tests. To show this phenomenon, the total physical collection efficiency ($\eta_{phy,tot}$), defined in Eq. [(2)](#eq0010){ref-type="disp-formula"}, where $N_{up}$ and $N_{down}$ represent the upstream and downstream particle number concentrations, was calculated and plotted against time ([Fig. 3](#f0015){ref-type="fig"}b).$$\eta_{phys,tot} = \frac{N_{up} - N_{down}}{N_{up}}$$

In general, it is difficult to determine the influence of flowrate on a gelatin filter. In these experiments, the gelatin filter collecting at a flowrate below 2 L/min demonstrated stable performances during three repetitions each lasting 9 min. However, the physical collection efficiencies when collecting between 3 and 4 L/min were unpredictable. The texture of the gelatin filter deteriorated during the sampling period, changing from brittle to ductile as the aerosolized particles were continually introduced ([@bib45]). [Fig. S3](#s0075){ref-type="sec"} is a photo of the gelatin filter dissolving within the filter holder after sampling. The gelatin filter is sensitive to relative humidity, which may impede its performance over extended periods of time ([@bib14]), potentially making it an unpredictable collection medium. Results indicate that a dry flow, and a low flowrate, as well as a short sampling time are the best operating conditions for the gelatin filter, which seems to perform sub-optimally when these conditions are reversed. In contrast, the glass fiber filter demonstrated a very stable physical collection efficiency (100%) across all measured particle sizes, and during the different flowrates. The efficiency remained stable for the entire test duration (\~ 2 h).

3.2. Experiments II and III: comparison of direct and indirect sampling {#s0055}
-----------------------------------------------------------------------

Experiments II and III focused on the collection efficiency of viral particles from the SKC BioSampler only. Three methods were used to detect collected viral particles: 1) BioFire Multiplex Respiratory Panel (Biofire), 2) Xpert Flu/RSV assay, and 3) culture. While culture is able to determine viable virus concentration, Biofire and Xpert, which are both real-time PCR methods, are able to detect the presence of viral RNA but are not able to distinguish whether there are viable viruses or not. Tests 5--8 used PBS solution as the virus collection liquid. For the remainder of this section, the term "suspension" will refer to the solution inside the atomizer, and the term "liquid sample" will refer to the solution inside the collection vessel of the SKC BioSampler. The results from the BioFire and Xpert PCRs are presented in [Table 3](#t0015){ref-type="table"} and [Fig. 4](#f0020){ref-type="fig"}, respectively. In both direct and indirect sampling, the BioFire PCR reported positive influenza A results only from starting suspensions of 10,000 and 100,000 TCID~50~/mL. The Xpert PCR was able to detect virus from starting suspensions of 1000, 10,000 and 100,000 TCID~50~/mL in direct sampling, and suspensions of 10,000 and 100,000 TCID~50~/mL in indirect sampling. However, the Xpert cycle threshold for 1000 TCID~50~/mL was 35.4 for the liquid sample from both tests, compared to 34 and 32.3 for 10,000 and 28.2 and 27.3 for 100,000 TCID~50~/mL, respectively, reflecting the relatively lower abundance of virus in the 1000 TCID~50~/mL sample. Although lower numbers of PCR cycles were needed to detect the virus in the more concentrated suspensions, results still indicated that the relative abundance of virus in these samples was low (refer to [Table 1](#t0005){ref-type="table"}). The viral culture results were similar ( [Table 4](#t0020){ref-type="table"}); a positive well was detected only in the sample liquid for the highest virus suspension (100,000 TCID~50~/mL). The positive well was detected with a 1:10 dilution ratio, which translates to a virus concentration of the liquid sample at approximately 100 TCID~50~/mL.Table 3Summary of BioFire results from the direct and indirect sampling.Table 3ExperimentAtomized virus suspension (TCID~50~/mL)InterpretationDirect sampling-Experiment II100Negative1000Negative10,000Influenza A100,000Influenza AIndirect sampling-Experiment IIIPBSNegative10Negative100Negative1000Negative10,000Influenza A100,000Influenza A[^3]Fig. 4Summary of Xpert results from a) direct sampling, and b) indirect sampling using the SKC BioSampler. \*PBS = only PBS was aerosolized for a control; all other experiments used PBS plus different concentrations of virus; Assay 1 = first batch of results; Assay 2 = second batch of results; Neg = negative (no influenza A virus was detected in the sample).Fig. 4Table 4Summary of culture results from the Experiment IV.Table 4Experiment (Test number)Atomized virus suspension (TCID~50~/mL)SamplerCulture results (TCID~50~/mL)Experiment IV (1)1000SKCNegativeGelatinNegativeGlass (submersion)NegativeExperiment IV (2)1000SKCNegativeGelatinNegativeGlass (swab)NegativeExperiment IV (3)100,000SKC1000Gelatin\<31Glass (submersion)\<31Experiment IV (4)100,000SKC100Gelatin47Glass (swab)\<31

The Biofire PCR results from indirect sampling (with the chamber) were similar to those of direct sampling, with positive influenza A virus detected in the liquid samples of 10,000 and 100,000 TCID~50~/mL suspensions ([Table 3](#t0015){ref-type="table"}). However, the Xpert PCR was able to detect virus when the atomized virus suspension concentration was 1000 TCID~50~/mL or higher during direct sampling, but was only able to detect virus in the 10,000 and 100,000 TCID~50~/mL suspensions during indirect sampling. Another thing to note is the increased number of Xpert PCR cycles that were required to detect any viral particles for the atomized 100,000 TCID~50~/mL suspension during indirect versus direct sampling, which indicates lower amounts of virus present in the samples collected during indirect sampling. The particle size distributions for direct sampling and indirect sampling are included in the [supplementary material](#s0075){ref-type="sec"} ([Fig. S2](#s0075){ref-type="sec"}), showing that smaller particles (\<50 nm) may be scavenged due to diffusion loss. This may indicate that fewer viral particles were collected during indirect compared to direct sampling and consideration should be paid regarding the type of sampling (direct versus indirect) that is being conducted in order to interpret the results obtained. These findings were reinforced by the culture results.

3.3. Experiment IV: comparison of different samplers and different operation procedures {#s0060}
---------------------------------------------------------------------------------------

First, the extraction rate for the gelatin and glass fiber filters were compared with direct inoculation experiments. Two glass fiber filters and one gelatin filter were placed in individual petri dishes. Virus suspension solution, containing approximately 31,000 live viruses, was then injected onto each filter inside of the petri dish. Next, the gelatin filter was dissolved in 3 mL of UTM solution. One of the glass fiber filters was treated with the submersion method using 3 mL of UTM solution, and the other one was treated with the swab method using another 3 mL of UTM solution. Subsequent culture analysis of the liquid samples detected concentrations of approximately 4700, 470, and \<31 TCID~50~/mL for the dissolved gelatin filter, submerged glass fiber filter, and the swabbed glass fiber filter, respectively. After multiplying the detected concentrations by the volume of the UTM solution (3 mL), the total number of viruses detected from the gelatin filter, the submersion method, and the swab method were calculated to be 14,100, 1410, and \<93, respectively. These results indicate that the gelatin filter outperformed the glass fiber filter ten-fold and was able to retrieve around 45% of the total virus loading that had been injected into the petri dish. It is likely that viruses were killed during the processing, which would explain the moderate virus recovery percentage of the gelatin filter. The glass fiber filter fared even worse, with an extraction rate of only 5% and 0.3% for the submersion and swab methods, respectively. A similar concern, regarding the impact of low extraction rates on qPCR results, was previously expressed by [@bib17]. Either the glass fiber filters may bind viruses tightly to their surfaces, or the recovery process involving mechanical agitation and vibration may deactivate virus.

After direct inoculation experiments, the liquid samples from the SKC BioSampler, the gelatin filter, and the glass fiber filter collected during atomization of the viral suspension solutions were compared using culture and Xpert PCR; results are reported in [Table 4](#t0020){ref-type="table"} and [Fig. 5](#f0025){ref-type="fig"}. As previously described, no viable viruses were detected during viral culture of the samples collected for the 1000 TCID~50~/mL atomized virus suspensions by any of the samplers. For suspensions of 100,000 TCID~50~/mL, only the SKC BioSampler and the gelatin filter produced positive culture results. The SKC BioSampler retrieved approximately 100--1000 TCID~50~/mL of 4 mL liquid in the collection vessel using viral culture, which was the highest retrieval rate of all the samplers. This was consistent with the Xpert PCR results, which showed that sample liquid from the SKC BioSampler required the lowest number of cycles to detect ([Fig. 5](#f0025){ref-type="fig"}). The gelatin filter retrieved around 30--50 TCID~50~/mL of 3 mL of UTM solution. The number of viral particles captured by the gelatin filter was around 3 -- 35% of what was captured by the SKC BioSampler.Fig. 5Summary of Xpert results from Experiment IV. \*SKC = SKC BioSampler; Gelatin = gelatin filter; Glass = glass fiber filter; Exp = experiment; Sub = submersion method; Swab = swab method; Neg = negative (no influenza A virus was detected in the sample).Fig. 5

For the glass fiber filter, the Xpert reported positive results for the submersion method, and negative results for the swab method for the same virus suspension (100,000 TCID~50~/mL). Therefore, the submersion extraction method was more effective than the swab method.

It is also important to compare the number of viral particles retrieved to the total number of viral particles that entered the sampler. To estimate this number, the liquid consumption rate of the atomizer was estimated and compared to the viral culture results. In general, the atomizer consumed 7 mL hourly. This means that an atomized virus suspension of 100,000 TCID~50~/mL would generate a total of 90,000 viral particles in the air flow entering the SKC BioSampler, over a period of 10 min (the length of sampling for the current testing). This was calculated by multiplying the initial virus concentration in the atomizer (100,000 TCID~50~/mL) by the hourly liquid consumption of the atomizer (7 mL/h), multiplied by the duration of the experiment (1/6 h), multiplied by the SKC BioSampler flowrate (12.5 L/min) divided by the total flowrate for all samplers (16.5 L/min). Since there was 4 mL of liquid sample inside the SKC BioSampler, there would be around 400 to 4000 viable viruses (100--1000 TCID~50~/mL \* 4 mL) ([Table 4](#t0020){ref-type="table"}) captured by the SKC BioSampler. Therefore, the SKC BioSampler was able to collect only 0.5--5% of atomized viruses. This percentage is comparable with the percentage reported by [@bib18] and [@bib21] for the 20 mL SKC BioSampler. A low collection efficiency will be a concern in the clinical setting, especially for low virus concentrations. This work indicates that if a positive result is obtained using SKC BioSamplers, the virus concentration in the surroundings is likely to be high. However, negative results can not assure a healthy environment. Further work and improvements are required to extrapolate the results in practical use for quantitatively measuring airborne viruses. The recently developed laminar-flow, water-based viable virus aerosol sampler (VIVAS) may be as a promising technology to improve the viable sampling efficiency ([@bib21]; [@bib28]).

Although the virus collection efficiency for the SKC BioSampler is relatively low, it far outperforms both the gelatin (maximum of 1.5%) and glass fiber filter (too low to quantify). There are several reasons for the overall low collection efficiency reported here. The large pressure drop in the atomizer may have killed and deactivated some of the virus particles. The similar T/I values of the prepared viral suspension and the BioSampler^®^ collected liquid implies that the nebulization process did not overly affect the viability of virus ([@bib10]). However, the T/I value characterizes the viability of the captured influenza virus, rather than quantatively estimates the proportion of the viruses captured by the samplers. So, it is possible that particles are destroyed or deactivated during the atomization process. Furthermore, the droplets from the atomizer evaporated gradually during the sampling process, which may lower the portion of viable viruses ([@bib14]). Equally, increasing sampling time will also desiccate or deteriorate the filters, either of which could compromise the viability of the pathogen ([@bib14], [@bib45]). This evaporative process may also decrease the risk of viable virus survival in clinical settings. Specific to the SKC BioSampler, the pressure variation at the critical orifice and the shear force due to the violent vortex in the collection vessel could also influence the viability of the viruses ([@bib14]). There may also have been reaerosolization of the particles due to the high sampling flowrate and the low virus concentration of the liquid in the collection vessel ([@bib30]). Virus particles adhere to the walls of the collection vessel may further decrease the collection efficiency ([@bib14]). Studies have also shown that the volume of the collection liquid can impact viability ([@bib47]). The dry surfaces intrinsic to the filters may not be a suitable environment to sustain virus viability ([@bib9], [@bib25]). What is more, the additional extraction processes required for retrieval from the filters could result in even further losses.

4. Conclusions {#s0065}
==============

Results indicated that the gelatin and glass fiber filters demonstrated high physical collection efficiencies. However, concerns over the stability of the gelatin filter were noted. The glass fiber filter maintained high physical collection efficiency across all measured particle sizes, sampling flowrates, and sampling times. The 5 mL compact SKC BioSampler demonstrated a slightly lower physical collection efficiency, especially for particles around 30--50 nm, but had the highest virus collection efficiency compared to either of the filters. This was most likely due to the liquid media inside the collection vessel, which provided a more suitable environment for the preservation of viruses. Although the SKC BioSampler demonstrated the highest retrieval rates, it still only managed to recover at most 5% of the total influenza A virus particles. However, the retrieval rate for the gelatin filter (at most 1.5%) and glass filter (too low to quantify) were still lower. In order to obtain positive results for any of the samplers, the total concentration of viruses entering the sampler must be considered. This poses a challenge when working in the field where there is expected to be substantial variability in viral shedding by a patient depending on a patient\'s immune status and vaccination status, how long they have been symptomatic and whether they are taking antiviral medications.
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[^2]: SKC = SKC BioSampler; Gelatin = gelatin filter; Glass = glass filter; Samples from the gelatin filter and SKC were retrieved using the same method. The gelatin filter was dissolved in 3 mm of UTM solution. The SKC solution was manually removed from the collection vessel. \*Only the Glass fiber filter had different retrieval methods presented in this table.

[^3]: \*Identical results were obtained with all repeated sampling.
